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The theory is given for a precision comparator that measures the ratio of two noise 
spectral densities. The relative error of a single measurement is also derived. The com- 
parator described removes or alleviates many of the problems in high-speed switching, 
and since the instrument operates under null conditions, the null position is essentially 
independent of amplifier noise and gain instabilities. 



1. Introduction 

The relative strength of two power soiirees or 
signal levels is often desired. As the strength of the 
two power sources decreases the detennination of 
this ratio becomes increasingly difficult. When the 
desired signals have levels that are approximately^ 
equal or snndler than the internal noise level of a 
very low noise amplifier, the problems l)ecome severe. 
This is due not only to the masking eflVct of the in- 
ternal ninplifier noise but also to tlie instability of the 
amplifi(M- gain. This in turn arises from the enor- 
mous amounts of gain needed. 

The usual practice is to sample the outputs of the 
two levels at a switching rate that is high compared 
to the instability drift rate of the amplifier. An 
attenuator is usually used to reduce the level of the 
stronger signal to that of the other signal. Tlie 
early pioneer of this method was tlie Dicke Radiom- 
eter [Dicke, 1940]. 

The switch with its noise, losses, and instabilities 
is often a limiting factor in such methods. The at- 
tenuator and the necessity of impcnlance matching 
is another j)roblem source. Tliese problems are 
eliminated or greatly alleviated by the method de- 
scribed herein. 

2. Principle of Operation 

The basic problem in such measurements is to 
make the amplifier gain drift essentially imimportant. 
In principle, the usual radiometer samples the two 
sources so that the variation of amplifier gain affects 
the amplified source levels of both sources equally. 
A preferable method would be to have botb sources 
simultaneously present and no switching. The 
problem then, is to separate the two amplified 
sources at the output. If the two sources are 
statistically independent, tliey could be sepai'ated 
by correlation techniques. Jn principle tliis is 
what is done in the system described below. 

Correlation teclmiques are an old tool and there 
are systems described in the literature that in various 
respects resemble the one discussed here [Fink, 1959; 
Freeman, 1958, p. 274]. 



The block diagram of the system is shown in 
figure 1. The individual components and also the 
configuration can take on different forms without 
changing the basic principles. The system described 
here is similar to one present^ under construction. 
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Figure 1. Block (liagrani of comparator. 

2.1. Sources 

The two sources may be very general. TJiey may 
consist of random noise, pulse singals, CW, etc., or 
combinations of various types, it is assumed their 
output levels are constant during the measuring time. 

2.2, Attenuator 

For precison results the attenuator may be an 
accurate wave guide-below-cutoff (piston) attenuator. 
Small changes in attenuation may also be determined 
by measuring changes in the input level to the 
attenuator. 

2.3. Junction 

This simple but important component is shown in 
figure 2. It is a low-loss symmetrical coaxial T. 
Opposite to where tlie center leg joins tlie T, very 
small slits, perpendicular to the axis of the two side 
arms, are cut into the outer conductor. Tliese are 
symmetrically placed on the T. The junction then 
is made an integral part of the attenuator so that the 
fields (TEii mode) within the attenuator guide 
impinge upon the slits of the T. In effect, the T acts 
as a center-tapped secondary of a transformer. The 
source X is applied to the center tap. 
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Figure 2. Junction. 



2.4. Amplifiers 

There is some value in having the two amplifiers 
similar, tliough this is not necessary. The amplifiers 
should be linear; at least the frequency components 
produced by the nonlinearity should be prevented 
from reaching the input to the multiplier. For some 
modes of system operation it is essential for the pass 
band characteristics of the amplifiers to remain 
constant during a measurement while the gain can 
vary. This is what primarily happens in an amplifier 
as the mutual conductance of a vacuum tube varies. 
The stability of the pass band can be enhanced by 
keeping the amplifier broadbanded except for stable 
band limiting devices. 

2.5. Multiplier, Filter, and Indicator 

The nmltiplier has the function of forming the 
product of the input voltages. The output of the 
multiplier, which is this product, is applied to the 
filter. The filter permits only the d-c and very low 
frequency components of this product to reach the 
indicator. Of course the filter and multiplier could 
be a single integral unit. The indicator responds to 
both positive and negative d-c voltages and is used 
only to obtain a null. 

3. General Theory 

Only the basic general theory will be presented. 
This describes, under certain assumptions, what the 
system measures and the expected error (due to the 
inevitable random fluctuations in the output) in this 
measurement. Possible errors due to various com- 
ponents deviating from the assumptions will be 
reserved for a forthcoming report when a specific 
system is being described. 

The assumptions used in the following theory are : 

1. The system, excluding the multiplier, is con- 
sidered linear. 

2. The amplifiers and filter, while linear, may be 
considered varying in time. The unit impulse 
response and Fourier system response functions of 
these units are then time variable. The analysis 



could have also been carried through with the 
assumption that the unit impulse functions were 
sample functions from a linearly independent ergodic 
process with the essential results being the same. 

3. Tlie signals present are all assumed to be sample 
functions from random processes that are bounded, 
and are singly and jointly ergodic as well as singly 
and jointly stationary. The periodic signals are 
considered to occur with a uniform random phase 
distribution over the ensemble. 

4. The components, other than what is stated or 
implied above, are considered to be ideal. For 
example, the multiplier performs the proper product. 
Also, the junction is symmetrical, etc. 

Sources X and Y respectively give rise to random 
signals x{t) and y{t) that are real time varying 
functions and contain, in general, both periodic and 
nonperiodic parts. The input to amplifier A is 



x{t) + y{t). 
To amplifier B, it is 

x{t)-y{t). 
The output of amplifier A, ea[t)^ is 



(1) 
(2) 



ea{t)=^ 



ha(a, t)[x{t-a)+y{t-a)+2a{t-a)]da (3) 



where ha(a, t) is the unit impulse response of amplifier 
A, 2a{t) is the internal noise of amplifier A referred 
to its input, and a. is the variable of integration in 
the convolution integral. Likewise the output of 
amplifier B, 6&(f), is 



eS) = j^ 



h,(p, t)[x(t-P)-y{t-0)+z,{t-P)W (4) 



where the b subscripts refer to amplifier B. The 
quantities ea{t) and 6^,(0 are multiplied together by 
means of the multiplier. The expected value or 
statistical average of the output of the multiplier, 
indicated b}' Eieae^j) or eaSb is 

E{eae,)=E[{^ ha(a,t)[x{t-a) 

+y(t-a)+Za(t-a)]da^ 



a: 



hil3,t)[xit-fi)-y(t-p)+i 



,{t-m0)]- 



Since ha(a,t) and h„(fi,t) are considered to be non- 
random functions, 

Eieae,)=j_ j K(a,t)h(ff,t)E{\x(t-a)+y{t-a) 

+ z,{t-a)][xit-p)-y{t-fi) + z,it-mdadfi (5) 
where the order of integration and averaging have 
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been interchanged. The expected value or statistical 
mean of the indicator output, /, is given by 

7=H,{0^ t) ha{a, t)h,{p, f) E{[jit-a) 

+ yit-a)+2ait-a)][x{t-fi) 

-y{t--ff)+z,{t-md^cW (6) 

where Ha{(), t) is the zero frequency response of the 
filter and indicator. 

The expected value of the time varymg signal 
function in (6) is composed of the statistical auto- 
correlation and cross correlation functions of the 
various random signals present. Thus 



E[x{t-a)x{t-^)]^]h{P-oi) 



(7a) 



where Rxi^—d) is the statistical autocorrelation 
function of x{i). Similarly 



E[x{i-a)y{t-fi)] ^R,,(p-a) 



(7b) 



with similar results for other combinations, where 
Rxy(^—a) is the cross correlation function of the 
functions x{t^ and y(t). 

From the foregoing, (6) may be written 

I=Ha{0,t)r r ha{a,t)h{P,t)[HA^-a) 

tJ — 00 «/ — 00 

-7?„(0-a)-7?„(/J-a) +7?x^,(/3-a) 

-«v(^-a) + «V,(^-«)](fa'//3. (8) 

If the respective signals are uncorrelated all cross 
correlation functions become zero, and (8) reduces 
to (correlation between Zait) and 2^(1) is discussed 
later) 

7=27,(0,0 f r haia. t)h,i^, t) 

«7 — oo t/ — 00 

[R,iP-a)-Ey{p-a)]dad^. (9) 

The above correlation functions are related to the 
spectral densities of the various signals. Let Sx(f) 
represent the spectral density of the signal x(t). 
Then Sx(f) and Rx(r) are related (by definition) 
through the Fourier transform pair 



S^ 



/» 00 

:(/) = 

*y — c 



R,[T)e-^'^'\lT 



R,{r)= r SAf)e''''^df 

*/ — CO 

with similar relations for the y signal. 



(10a) 
(10b) 



Substituting the above values for the correlation 
functions into (9) together with the relation r=/5— a 
yields 



I=Ha(0, t) 



££/: 



ha{a,t)e-''''^''h(j3,t) 



,J-iTf^ 



[S.U)-SyU)\djda(W. (11) 



Now the impulse response function, ha(a,t), is 
related to the complex frequency I'cspoiise function, 
H,(j2^f, t) by 



J 00 
ha{a, t) 



e-'-^"''da=Ih{j2Tj, t)^\IIa{j2^f, t)\ 



(12) 



where ria(j2Tf, t) is the complex frequency gain 
function of amplifier A and d^ is the associated 
pliase angle. Similarly 

(13) 

In general, 6a and 6b are functions of time, though 
for simplicity in notation they are not explicitly 
written as such. Thus (11) becomes 



I=H. 



1/ — 00 

+ i sin {6a-6b)] [SxU) -S,{f)W. (14) 



It ma}^ be shown that H{j2irf, t) has an imaginary 
part that is an odd function of frequency. 
Using this fact, (14) becomes 

I=Ha{0,t) r \Ha{j2^f,t)\\HbU2Tf,t)\ [cos (6a-6,)] 

[S.iJ)-SAJ)]df. (15) 

Periodic signals such as CW signals or even 
periodic wide-sense random processes have power 
spectral densities expressed by means of the Dirac 
delta function, 5 [Davenport, 1958; ch. 6]. For 
example, a CW signal, V cos (a;o/+^) has a power 
spectral density 

Sc. (/) =^' 5 (/-y„) +-^- 5 (/+io) . (16) 



Tlie total power, therefore, is 



j: 



ScM)df- 



v 



(17) 



as is well Imown. 
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Tlie output, /, would become zero (a null would 
exist) when 

r \Ha{j2wf,t)\\H,{j2Tf,t)\cos {ea-e,)SAf)dJ 

t/ — CO 



\Ha(j27rf,t)\\H,{j27rf,t)\cos(ea 



-d,)S,U)df. 
(18) 



It is of considerable practical importance to 
consider those cases for which a null is obtained 
independent of the variations in the amplifiers and 
filter response functions. Since (18) contains no 
filter response function, the null is independent of 
the filter characteristics. From (18) it is also 
obvious that if the spectral densities of the x{t) and 
y{t) signals were equal over the amplifier pass bands, 
that is, if 

S.{f)=SyU), (19) 

a null is then obtained regardless of the time varying 
aspects of the amplifiers. Thus the important 
result is obtained that a drift or variation in the 
gain or phase response of the amplifiers and filter 
would not influence the null condition. 

Further, if the amplifiers were constructed so that 
the frequency response determining components 
were stable, the amplifier characteristics could be 
written 

=Ga{t)G,{t)\H'a{j2^j)\\H[U2irf)\m^ (da-d,) (20) 

where Ga(t) and GM represent the time variable 
or unstable parts of the gains of the respective 
amplifiers and the primed H^s are new time-stable 
frequency-dependent parts of the amphfier gains. 
The ^'s are now also independent of time. 

The output of the system may then be written, 
since Ga{i)Gb{t) is independent of/ over the bandpass, 

Joo 
\KiJ2^f)\\H',(J^^f)\ 

cos (e,-e,)[S,(f)-SMW- (21) 

This becomes zero when 



/: 



\H'Aj2^MH',{j2Tf)\ cos {e,-e,)S,(j}df 



-f. 



|H;(j27r/)||ff;(i27r/)| COS {e,-e,)SyU)dj (22) 



and is independent of the amplifier drift or variation 
in gain. Such amplifiers are not too hard to realize 
by making the unstable frequency-dependent parts 
with pass bands broad compared to the stable 
frequency-dependent parts. 



With such amplifiers a time-stable null condition 
expressed by (22) may be met with signals having- 
spectral densities with widely different frequency 
characteristics. For example^ ?/(/) may be a sinusoidal 
signal 

y[t)=Y^cos (o^ot + e). 



(23) 



Then (22) becomes 



j: 



\H'M7rf)\\H',{j2Tf)\ COS (e,-d,)SAm 



[^^if 



Yl 



-/o)+Y^C/+/o)]^/ 



// 



= \H:(j2nfo)\m(j2^fo)\ cos [^«(/o)-^.(/o)] ^• 



(24) 



This is again independent of the amplifier gain 
variation. 



4. Measurement of Spectral Densities 

From the foregoing relationships, spectral densities 
of one source may be obtained in terms of that of 
another source. 

Assume, for example, the value Sy(f) is known 
and is also known to be essentially constant over 
the pass band, and it is desired to obtain the value 
of S'^(/) which is also known to be constant over the 
pass band. 

With reference to (18), a null condition is obtained 
when SJf)=Sy(f). The two spectral densities are 
thus equated. 

Let two different x(t) signals be measured. Then 



The ratio 






s.Af) 



(25) 
(26) 

(27) 



may be measured by means of the precision attenua- 
tor (see fig. 1), and hence 



SM)=AS,,{f}. 



(28) 



In this case Sxi(J) and Sx2(f) need not be equal 
and only relative values of Sylf) are needed. The 
relative values of Sy(J) may be obtained by means 
of the attenuator. 

A CW signal could iust as well be used in place 
oiS,Af). Then 



SM)-=^S,^(f)=ASAf) 



(29) 
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where 



.4=53 



and is again measured by the attenuator. 

If Sx2(f) and SxiiJ) vary differently with fre(iueney, 
the relationship between them may be obtauied by 
using (22) to relate Sxi(f) witli Syi(J) and Sx2(f) with 
Sy2{f)- Noting also that Sy2(f) =ASyi{J),iiie desired 
relationship beeomes 



/: 



\mij2^MH',ij2irj)\ COS {d„~e,)SAJW 

=.4|'"^ \H'AJ2^J)\m{j2Tf)\ cos {9a-e,)S,,U)dJ. 

(30) 

If the spectral density of S^iif) is constant in value 
over tlio pass band, (30) becomes 



j: 



\mij2^f)\m(pTf)\ cos (e,-e,)SAf)df 



r \H:{j2^MHi{j2wf)\ COS {6-e,)dJ 

%J — CO 

=ASAf). (31) 

In practice, this is what is usuall}^ measured. 
This gives the equivalent constant spectral density 
that would yield the same total power as the actual 
spectral density function when both are integrated 
over the actual pass band response function. This 
means the relative pass band response function of the 
actual s^^stem used should be given when stating the 
equivalent Sx(f)- 

A system that meets the conditions imposed by 
(22) lends itself very well to a measurement of the 
relative pass band response function, 

K\H:{j2^j)W,{i2-^j)\ cos {e-e,). 

Here K is a constant and represents the fact that 
only relative and not absolute values are needed as 
a function of frequency. The above function is 
obtained by using CW signals for both the x{t) and 
y{t) signals. The y{t) signal may be varied in level 
to maintain a null as x{t) is varied in frequency but 
kept at a constant level. The relative values of the 
attenuator setting as a function of frequency give 
the desired relationship. 

Other ways of using the system may readily come 
to mind. One other will be briefly mentioned. 
Another uncorrelated signal v{t) with spectral 
density S^ij) may be combined with the x{t) signal. 
The relative amounts of this extra signal may be 
measured by an attenuator external to the x{t) signal 
in much the same way as is done with the y{t) signal. 
In this case, the y{t) signal need not be varied and, 
(19) could be written 

8y[j)=SAj)-^S,,{j) 

= SAj) + SAj) = ««(/) + SAJ) . (32) 



If only relative values of S,if) are known a useful 
relation is 



wliere 



MO 

sAjy 



--\+ 



\Sn V\Au-l/ 



(83) 



^31 — "FT" 



Aoi — 



Sv2 ^ 



4.1. Broad Spectral Signals Versus CW Signals 

As indicated, either broad spectral signals or 
a CW signal may be used as the y(t) signal to com- 
pare various random x{t) signals. When CW signals 
are used, it is important that the frequency of the 
CW signal be constant. Also, practical usage 
dictates finite averaghig times at tlie output. This 
means that a CW y(i) signal would produce less 
random fluctuation than a random y{t) signal. 

Broad spectral y{t) signals, however, place less 
stringent requirements on the constancy of the band 
pass characteristics, especially if their spectral 
densities are sinnlar to those of x(i). A broad 
spectral nonrandom signal would produce less 
random fluctuation than a random signal and still 
have those advantages of broad spectral signals. 

4.2. Residual Noise 

If the signals Za{t) and 0&(O are correlated an 
additional term 

\Ha{j2TJMIMj2KfMS^,^M COS (^„-^,+ 0^,.,) 

would liave occurred. Here, ^^^^^ is the relative 
phase of the correlated part of the amplifier noise 
signal in (15). This represents a contribution in the 
output due to correlation between the two amplifier 
noise signals. While there is usually very little 
correlation between the two amplifier noise signals 
there can be contributions by the two amplifier 
noises that have common origins and are therefore 
correlated. Whether the effect of this correlated 
residual noise can be ignored depends on the relative 
strength of signals being measured to the residual 
noise and the desired accuracy of measurement. 

This residual noise may possibly be reduced by 
proper design of the amplifier, or by using special 
networks that prevent coupling or that cause shifts 
in the phase of tlie correlated parts of the residual 
noise such that the quantity ^c— ^s+c^^^.^ in (17) 
equals 7r/2, thus making the cosine factor zero. 

Also, the residual noise may be simply measured 
by the use of two sources of different laiown levels. 
The principle may be simply demonstrated by 
assuming (tliis is not a necessary assumption) all 
signals have constant spectral densities within the 
amplifier pass bands and the amplifiers have equal 
phase shifts {6a=Qh)' Using (15) with the assump- 
tion that no signals are correlated except Za{t) and 
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Ss(i) and that the null condition holds, then 

S,if)-Sy(f) + \S,^,^i,f)\ COS 0,^,^=0. 
For two different levels of S^if), this yields 



\Sz„zSf)\ cos^ 



'Vb 



1-A 



(34) 



(35) 



where 






5. Relative Error of a Single Measurement 

Any practical system will average the output over 
a finite time. Because this time is finite, random 
fluctuations will appear in the output giving rise to 
errors when the output indicator is read. 

For simplicity in evaluating this error, the follow- 
ing assumptions in addition to those above (with one 
exception) will be made. 

1. Each amplifier has a square band pass of 
width B. 

2. The random processes giving rise to x(t), 2^(1), 
and 2b{t) are considered to be Gaussian, and the 
respective signals are independent and thus uncor- 
related. Also, the various signal sources have zero 
means. 

3. The signal x(t) has a spectral density S^if) 
that is constant over the band. 

4. The signal, y{t) = Yo cos (coo^O? is now a de- 
terministic (nonrandom) CW signal centered in the 
pass band of the amplifier. The former theory still 
applies. The present system merely represents 
sample functions of the ensemble with time origins 
fixed relative to the CW signal. 

5. The two amplifier noise signals, 2a{t) and ^&(0, 
are noncorrelated. Their respective spectral densi- 
ties Sz^^if) and S.^^iJ) are constant over the band. 

6. The exception to the former assumptions is 
that the response functions of the amplifiers and 
filter are constant with time. 

It is quite common to represent a narrow band of 
noise of band width B around a central frequency by 
[Davenport, p. 158] 



X(t)=Xc(t) cos o:Qt—Xs(t) sin ojot 
=R{t) cos [ojot — <t)(t)] 



(36) 



where Xdt), Xs{t), B{t), and <{>{{) are random fluc- 
tuations that are slowly varying (due to the narrow 
band) with respect to the central frequency, /o= 
coo/2t. Similarly 



Z„{t)=Zacit) COS COo^— Zas(/) sin Uot 

Zi,(t)=Zi,c(t) COS codt—Zisii) sin coot 
It can be shown [Davenport, p. 158] tliat 



X 



i=XH2jJ 



S,U)(!f=2SMB 



(37) 
(38) 

(39) 



Zl = Zl=2S, (0)5 



Zl=Zl=2S, C)B 

b 



XcXg 



'^ac^as 



-^hc/^l)R — ■ J 



(40) 



(41) 



(42) 



where S'i(O) denotes the constancy of 8^ with fre- 
quency. 

Also, it can be shown [van der Ziel, 1954] that 



Z?(0X?(< + r)=2i?L(r) + (XD2 



where 

E.Xr)=XXt)XXt^-T) 



(43) 



=/: 



= 2SA^)B 



sin ttBt 
wBt 



(44) 



since iS'x(O) is constant. Similar relationships hold 
for XM, ZM, and Z,{t). 

It will also be assumed that the two amplifier 
noise signals are of equal strength. Hence 



The inputs to the two amplifiers will be 
Input a 

ea{t) = [X,(t)+Y,+Z,M] cos coo# 

-[X,{t)+Za,{t)]smo,,t 



(45) 



Input h 



-ro + ^&c(0] cos COo^ 

-[X,(/)+Z,,(0]sincoo^. 



(46) 



(47) 



For mathematical convenience, the filter is con- 
sidered to consist of two parts; (1) a zonal filter 
(i.e., a filter that has a system function that is 
unit}^ over the pass band and zero elsewhere) that 
effectively integrates [Freeman, p. 226] the output 
of the multiplier over a period long compared to 
that of the central frequency fo, and (2) a filter that 
is effective at much lower frequencies. 

The output of the multiplier, M, is effectively 
time averaged over a cycle of the center frequency, 
coo, by the zonal filter. Thus 

M{t) = <:ea{t)e,{t)>=>- {[XXt)+Y,+Z,,{t)] 

[X,{t)-Y,+Z,,{t)] 

+ [XAt)+Zas{t)] [XXt)+Z,,{t)]] (48) 

where <6a(0^&(0> represents the temporal average. 
To obtain the spectral density of M, its auto- 
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correlation function is needed. Now 



R^M{T)^M{t)M{t-VT). 



(49) 



If the value of M{t) and M{t-^T) are used as given 
ill (48) together with other relationships expressed 
above, it may be shown that 



('») 



I f B' sin' ttBt 

+ 16^,(0)5,(0) +8SK0)]+4llS,(0)7i sm^ 

+ USU0)B'-8YISMB+yA 
Since BMir) is an even function of t 

/» 00 

SmC0 = 2 J^ 7?,,(r) COS C2TfT)<lT. 



(50) 



(51) 



Substituting the value of J\m{t') as given by (50) 
and integrating 



1, 



SM(/)=^[4S,(o);i-yol^5(/) 



)lS,(0)+2(2Si(0)+2S,(0)S;(0) 

+51(0) ][£- I/I : 

forO<L/|<| 

2[2S|(0)+2S,(0)S,(0)+S^(0)][ii-|/|] 
B 







for f <!/!</? 
for I/I >i^. 



(52) 



The mean value of tlie indicator deflection, /, is 
given by 



/=i//,(0)[4S,(0)i^-ll] 



(53) 



which may be obtained from (48) by taking the aver- 
age over the ensemble and multiplying by the d-c 
response function Ha{0). The same value can be 
obtained by integrating (52) over the vicinity of 
zero frequency, taking the square root, and multi- 
plying by H(i(0). At null, of course, / is zero which 
occurs wheu 

Yl=^SMB. (54) 

In adjustuig tlie output to a null, tlie fluctuations 
in the output cause an uncertainty in tJie value of 
Yq for a null condition. This means tJuit tlie 
measured value of Yq and consequently the meas- 
ured value of Sx(0) are random variables. These 
are designated Yom and SzmiO) respectively and are 
related through (54) ; that is 



--4S,U0)B. 



(55) 



The relative error, e, in a single measurement is 
now defined as 






__ Va^L(Q) 



where 
and 



suo)-suo)=ASM 



suo)=SM- 



(56) 



(57) 



It is assumed the operator (or servomechanism) in 
adjusting the attenuator makes an error, AY, (which 
is a random variable) that just compensates for the 
fhictuation. A/, in l(t), where 



M^I(t)-I 



or 



AP=r'{t)-(iy. 

This means, usuig (53), that 

Al=~lFUimSMB-(Yo+AYn (59) 
Simplilying by tlie use of (54) 

A/=i7,(o)r„Ar (60) 

where AY' luis been neglected compared to AYY„. 
Using (58) it can be shown that 



A/ 






\lU.M)\'S,,{Mf-{if- (61) 



When I-Iaij'Zwf) is nonzero except at zero and near- 
zero frequencies, it follows that essentially 



AP=S',M r \H,{j27rJ)M. 

*/ — CO 

Now, from (52), and using (54) 



(62) 



where 



Sm(0)=4S|(0)£[i+2t+^J (63) 






(64) 



and the prime denotes Si/(0) less the term involving 
the delta function. 

The quantity I+7 is equivalent to the operating 
noise figure. This would reduce to the standard 
noise figure when x{t) is equivalent to a signal that 
originates from a resistor at a temperature of 290 °K. 

Using various relations as given above, the foUow- 
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ing chain of relations may be obtained 



_ASl (0) _4AF^_ 4AP 



sm 

4 



HmY] 



lQSliO)B 



i[/: 



Hmrt 



('-^+i)j. 



" \Ha(j2Kf)\ 



Yt V ' " 2y'J_J HM 



# 



(65) 



For a simple RC filter of time constant T, the 

integral is equal to ^^- For a critically damped 

system the integral would be ji that given above. 
Using the simple RC filter, the equation for e 
becomes 



BT 



(66) 



For example, if 

7 = 1 
T=3.5 sec 



then 

e=10~^ or 1 percent. 

If 7=10, then T must be increased to 80 sec to 
obtain the same value of e. If 7=0, then T need 
only be 1.0 sec for the same value of e. 

6. Conclusions 

The system described has several desirable char- 
acteristics. 

1. The normally used high-speed switch has been 
eliminated. This removes the problems of switch 
noise, insertion loss, and instability. 

2. The effect of amplifier gain drift has been 
essentially eliminated. 

3. The system is operated under null conditions 
and the indicator null position is therefore inde- 
pendent of amplifier gain settings. 

4. A precision, continuously variable piston at- 
tenuator may be used. 



5. Signals of widely varying strengths may be 
compared. 

6. The system is capable of measuring its own 
effective pass band response to a high degree of 
precision. 

7. Problems of impedance variations in a dissi- 
pative attenuator have been removed. 

8. The system is quite insensitive to '^hum'' and 
other such signals that might possibly modulate the 
normally present signals. This follows since the null 
condition is independent of a time variable system 
response. This time variation if produced by ^'hum'^ 
or other signals is what often gives troubles in 
systems, especially those using linear or envelope 
detectors and switching frequencies commensurate 
with the undesirable modulating frequencies. 

Some undesirable aspects are: 

1. One must have two low noise amplifiers. 

2. The signal power is now divided into two 
channels. 

3. A determination of the effect of correlation be- 
tween the internal amplifiers may be necessary in 
some situations. This may be done by comparing 
two standard sources of different levels. 

4. An appropriate multiplier is needed. Only the 
output at zero frequency is of interest and this fact 
removes many problems. Also, an ideal multiplier 
is not necessarily needed. The main consideration 
is that no output at zero frequency should exist 
when only one input is energized. 



The author expresses his gratitude for the valuable 
discussions and encouragement given by M. C 
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